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OIML CERTIFICATE OF CONFORMITY 
 

 
Issuing authority  

Name: Office of OlML Affairs,General Administration of Quality Supervision, lnspection and Quarantine 

Address:N0.9 Madiandonglu,Haidian District,Beijing,100088P.R.China 

 

Applicant  

Name:   ChongqingJingYi Gas Meter Co .Ltd 
Address:   Tuanjie Industrial Park, Sanggongliban, Nanan District, Chongqing ,（400067）P.R. China 

  

Manufacturer of the certified type (if the manufacturer is not the applicant)  
Name:  

Address: 

 

 

Identification of the certified type 
 
    Diaphragm gas meter 

 

Type J2.5 
Accuracy class 1.5% 
Maximum flow rate 4 m

3/h 
Minimum flow rate 0.025 m

3/h 
Cyclic volume of a 

gas volume meter 1.2 dm
3

maximum operating 

pressure 30 kPa 

Operating 
temperature range （-20～+50）℃ 

 
The numbers of the associated test reports and the included pages:  

OM-06-028共17 pages  
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This cert if icate at tests  the conformity of  the above-mentioned 

type(represented by the samples identified in the associated test 

report) with the requirements of the following Recommendation(s) 

of  the Internat ional  Organizat ion of  Legal  Metrology (OIML). 

 

R:     31 

Edition:    1995 

For accuracy class (if applicable):  1.5% 

This cert if icate relates only to the metrological  and technical  

characteristics of the type of the instrument concerned ,as covered 

by the  re levant  OIML Internat ional  Recommendat ion(s) .  

This certificate does not bestow any form of legal international approval. 

The conformity was established by tests described in the associated test reports. 

Th i s  Rev i s ion  r ep laces  the  p reced ing  ce r t i f i ca t e .  

 

 
              The CIML member 

  
 
 
 
  June 18, 2009         June 18, 2009 

 

 

Important note:Apart from the mention of the certificate’s reference number and the name of the OIML  
Member  S ta te  in  which  the  ce r t i f i ca te  was  i s sued ,par t ia l  quo ta t ion  o f  the  cer t i f i ca te  o r  o f  
t h e  a s so c i a t ed  t e s t  repor t  i s  n o t  pe rmi t t ed , t houg h  they  ma y  b e  r ep rodu ced  i n  fu l l .  
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